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The COVID-19 outbreak was first recognized in December 
2019 in Wuhan, China1 and has since spread to all parts of the 
world, resulting in a total of 10,357,662 confirmed infections 

with 508,055 deaths as of 1 July 20202. The causative agent was iden-
tified as 2019-nCoV, subsequently designated SARS-CoV-23,4, which 
belongs to the species SARS-related coronavirus (SARSr-CoV), the 
same as for SARS-CoV, the causative agent of the SARS outbreak  
17 years ago5.

Although molecular detection techniques, such as the poly-
merase chain reaction (PCR) and next-generation sequencing, 
have played an important role in acute diagnosis and monitoring 
of genetic changes of the virus, an urgent need exists for a reliable 
and versatile serological or antibody test. Such a test is needed for 
retrospective contact tracing, investigation of the asymptomatic 
infection rate, accurate determination of the case fatality rate, and 
assessment of herd immunity and humoral protective immunity in 
recovered patients and recipients of vaccine candidates, and in the 
search for the natural reservoir and intermediate host(s)6. Research 
laboratories and pharmaceutical companies are racing to produce 
antibody tests that can detect COVID-19 infection with sufficient 
specificity and sensitivity6. There are two types of antibody test 
one can aim for. The first type is the conventional virus neutral-
ization test (cVNT), which detects neutralizing antibodies (NAbs) 
in a patient’s blood. The cVNT requires handling live SARS-CoV-2 
in a specialized biosafety level 3 (BSL3) containment facility and 

is tedious and time-consuming, taking 2–4 days to complete. The 
pseudovirus-based VNT (pVNT), on the other hand, can be per-
formed in a BSL2 laboratory, but still requires the use of live viruses 
and cells7,8. All other assays, such as enzyme-linked immunosorbent 
assay (ELISA) and lateral flow assay (LFA) rapid tests, represent the 
second assay type, which detects total binding antibodies (BAbs) 
and is unable to differentiate between BAbs and NAbs6,9,10.

In this study, we established a surrogate VNT (sVNT) that detects 
NAbs, without the need for any live virus or cells, that can be com-
pleted in 1–2 h in a BSL2 laboratory. Using purified receptor-binding 
domain (RBD) from the S protein and the host cell receptor ACE2, 
our test is designed to mimic the virus–host interaction in an ELISA 
plate well. This RBD–ACE2 interaction can be neutralized (that is, 
blocked) by specific NAbs in patient or animal sera, in the same 
manner as in cVNT or pVNT.

Results
Biochemical simulation of virus–receptor interaction and  
antibody-mediated neutralization. Immediately after SARS-CoV-2 
was identified as the causative agent of the COVID-19 outbreak, it 
was shown that human ACE2 (hACE2) is the main functional recep-
tor for viral entry3. We hypothesized that the virus–receptor binding 
can be mimicked in vitro via a protein–protein interaction using 
purified recombinant hACE2 and the RBD of the SARS-CoV-2 S 
protein. This interaction can be blocked by virus NAbs present in 
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the test serum, using the same principle as cVNT conducted using 
live virus inside a BSL3 facility (Fig. 1a,b).

In our study, direct binding was demonstrated using differ-
ent SARS-CoV-2 proteins conjugated with horseradish peroxi-
dase (HRP). There is a dose-dependent specific binding between 
hACE2 and the RBD or S1, but not the nucleocapsid (N) protein, 
with the RBD producing the best binding characteristics (Fig. 1c). 
The HRP–RBD protein was chosen for subsequent studies. We then 
demonstrated that the specific RBD–hACE2 binding can be blocked 
or neutralized by COVID-19 sera in a dose-dependent manner, but 
not by sera from healthy controls (Fig. 1d). Using a panel of 20 con-
valescent sera, we demonstrated that HRP–RBD performed better 
in detecting NAbs than HRP–S1 (Extended Data Fig. 1). To prove 
that the same principle works with the closely related SARS-CoV, 
which also uses hACE2 as the entry receptor11, we repeated similar 
experiments and proved that the SARS-CoV RBD performed in an 
almost identical manner in the sVNT format (Fig. 1e,f). To further 
confirm that the sVNT is measuring true NAbs and can differentiate  

from BAbs detected by ELISA using the same RBD antigen, we  
compared the performance of 15 monoclonal antibodies (mAbs) 
from 4 different species (4 from mice, 4 from rabbits, 3 from llamas  
and 4 from humans) in RBD ELISA and RBD sVNT (Extended 
Data Fig. 2 and Supplementary Table 1). From each species, we  
have found mAb(s) with strong binding in ELISA, but weak or no 
neutralizing activity in sVNT.

Isotype- and species-independent neutralization. One of the 
advantages of sVNT is its ability to detect total RBD-targeting anti-
bodies in patient sera, in contrast to most SARS-CoV-2 antibody 
tests published or marketed, most of which are isotype-specific, 
mainly for IgM or IgG, with some for IgA9,10,12. From sera from 
convalescent patients with COVID-19 in Singapore, we designated 
four groups based on IgM or IgG ELISA levels, determined by our 
in-house capture ELISA assays (see Methods): high IgM/low IgG; 
low IgM/low IgG; low IgM/high IgG; and high IgM/high IgG. All 
groups showed strong neutralization activity in the sVNT (Fig. 2), 
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Fig. 1 | Principle and initial validation of the SARS-CoV-2 sVNT. a, The mechanism of cVNT. Anti-SARS-CoV-2 neutralizing antibodies block the 
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demonstrating the isotype-independent performance of the assay. It 
is worth noting that for the panel with low IgM/low IgG, a 70–90% 
inhibition is still achieved in sVNT, demonstrating its superior sen-
sitivity, as this group of sera was deemed negative or weakly positive 
with isotype-specific capture ELISA based on IgM or IgG alone. It 
is interesting to note that the slope of titer drop was greatest in the 
low IgM/low IgG group, followed by the high IgM/low IgG group.

We then tested different animal sera in the sVNT assays to dem-
onstrate species-independent performance. Results from mice and 
rabbits immunized with the SARS-CoV-2 RBD protein demon-
strate very potent neutralizing activity in the SARS-CoV-2 sVNT 
(Fig. 3a). Similarly, sera from ferrets infected with SARS-CoV and 
rabbits immunized with inactivated SARS-CoV also display an effi-
cient dose-dependent inhibition of the interaction between hACE2 
and the SARS-CoV RBD in the SARS-CoV sVNT (Fig. 3b).

Specificity against other human CoVs and comparison of SARS 
sera collected in 2003 versus 2020. To demonstrate specificity, we 
tested different panels and confirmed that the SARS-CoV-2 sVNT 
can differentiate antibody responses to SARS-CoV-2 from those to 
other human CoV infections (Fig. 3c). For human sera from patients 
with 229/NL63 or OC43 infection and alpaca sera from experimental 
MERS-CoV infection, there is no detectable cross-neutralization. For 
SARS sera, there is some level of cross-reactivity, not unexpected given 
their close genetic relatedness and what was reported previously3,7. 
When analyzed by the SARS-CoV and SARS-CoV-2 sVNT assays 
side-by-side, neutralizing sera from patients who had SARS could be 
differentiated from sera from patients who had COVID-19 (Fig. 3d,e).

During the investigation of potential cross-reactivity between 
SARS sera and SARS-CoV-2 virus, we made several notable obser-
vations. First, despite the lack of cross-neutralization by SARS sera 

against the live SARS-CoV-2 virus in cVNT observed by us and 
other groups13,14, we detected some level of cross-neutralization in 
sVNT (Fig. 3c), indicating that sVNT is more sensitive than cVNT. 
Second, SARS NAbs are detectable for at least 17 years in reco-
vered patients (Fig. 3c,e). Third, the cross-neutralization level is 
higher in SARS sera sampled in 2020 than in those sampled in 2003  
(Fig. 3c), although the homologous neutralizing level of the 2020 
sera (Fig. 3e) is lower than that of the 2003 sera (Fig. 3d); this is 
also confirmed by determining RBD-binding antibodies using an 
indirect ELISA assay (Extended Data Fig. 3). Finally, we have found 
that the N-specific antibody level is much lower in the 2020 SARS 
sera than in the 2003 samples (Fig. 3f).

Correlation between biochemical sVNT and live virus cVNT 
and pVNT. A panel of 60 COVID-19 sera with different levels of 
SARS-CoV-2 NAbs first determined by sVNT were chosen for a 
comparative and correlation study between sVNT and two other 
VNTs, cVNT and pVNT. As shown in Fig. 4a–c, all three VNT 
assays had a good overall correlation, with sVNT–cVNT correlating 
slightly better than sVNT–pVNT or pVNT–cVNT. The sVNT titer 
was calculated using the half-maximum inhibitory concentration 
(IC50; Supplementary Table 2). As demonstrated in Extended Data 
Fig. 2 using mAbs, not all RBD-binding antibodies are NAbs, but 
RBD remains a suitable antigen to estimate NAb levels in sera from 
patients with COVID-19. In addition, as shown in Extended Data 
Fig. 4, there is also a good correlation between the results of the 
RBD ELISA and the RBD sVNT.

Validation with two cohorts of positive and negative sera from 
two countries. To validate the performance of the SARS-CoV-2 
sVNT, we tested two different cohorts of positive and negative sera. 
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The assay was performed in two different countries by two inde-
pendent groups to further ensure reliability and reproducibility. A 
cutoff at 30% inhibition was chosen from testing over 500 negative 
human sera. For the first cohort, we tested 175 sera from patients 
with PCR-confirmed COVID-19 in Singapore collected on days 
14–33 after symptom onset and 200 healthy control sera, resulting 
in 100% specificity and sensitivity of 98.9% (Fig. 4d). For the sec-
ond cohort, we tested 50 sera from patients with PCR-confirmed 
COVID-19 in Nanjing, China, sampled on days 27–61 after symp-
tom onset and 200 healthy control sera. The specificity is 100% 
while sensitivity is 98% (Fig. 4e).

Discussion
We are now seven months into the COVID-19 outbreak and the 
attention worldwide, both for the scientific community and for 
policymakers, has shifted focus from acute diagnostic strategy and 
capacity to the use of serology as an important part of a ‘lockdown 
exit strategy’, relying on accurate assessment of infection prevalence 
and protective immunity at the individual and population (herd) 
levels. Discussion and debate on the role of serology have intensified 
greatly in this context6.

Although many COVID-19 laboratory-based or point-of-care 
antibody test kits are commercially available, none is capable of 
measuring NAbs. The cVNT and pVNT platforms remain the only 
platforms for detection of NAbs. However, both require live viruses 
and cells, highly skilled operators, and days to obtain results. They 
are thus not suitable for mass production and testing on a commer-
cial scale, even in the most developed nations.

The World Health Organization has recently cautioned that pos-
itive results from antibody tests do not equal protective immunity15 

owing to both technical and scientific challenges. First, most, if not 
all, testing currently performed at the large scale is for detection of 
BAbs alone and does not measure true NAbs; second, the presence 
of NAbs may or may not correlate with protection. Although the 
latter challenge will take much more in-depth scientific and clini-
cal research to resolve in the specific context of COVID-19, past 
experiences with viral infection in general argue that, in most recov-
ered patients, the NAb level is a good indicator of protective immu-
nity, despite the fact that there are known exceptions to this ‘rule of 
thumb’16,17. In this study, we have developed a serological platform 
to tackle the first technical challenge.

The data presented here demonstrated that sVNT is as specific 
as, but more sensitive than, cVNT in the cell types tested here 
(Fig. 4). In our initial optimization studies, we found that the RBD 
protein performed better than the S1 protein (Extended Data 
Fig. 1). We have also compared the RBD proteins produced in 
insect and mammalian cells and found very similar performance 
(Extended Data Fig. 5). It is still possible to further improve the 
sensitivity of the sVNT platform in future by protein engineer-
ing on either the RBD- or the ACE2-binding interface. The mAb 
studies presented in Extended Data Fig. 2 demonstrate that the 
RBD sVNT measures genuine NAbs, whereas the RBD ELISA is 
unable to differentiate between BAbs and NAbs. It can therefore 
be concluded that the RBD-based sVNT is a robust assay plat-
form for reliable quantification of RBD-targeting NAbs. It should 
be noted that not all NAbs are necessarily RBD-binding antibod-
ies, as indicated by past studies with SARS-CoV that show anti-
bodies to other regions in the S1 or S2 protein can also play a 
role in virus neutralization18. However, studies based on both 
SARS-CoV and SARS-CoV-2 suggest that the RBD-targeting 
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NAbs are immunodominant during both SARS and COVID-19 
infections19,20. In our study, we used 60 patient serum samples of 
varying NAb levels, and the 3-way correlation studies presented in 
Fig. 4 clearly demonstrate that the correlation between sVNT and 
cVNT is as good as, if not better than, that between pVNT and 
cVNT. This indicates that non-RBD-targeting antibodies, which 
could be measured in pVNT, but not in sVNT, are unlikely to play 
a major role in SARS-CoV-2 neutralization, consistent with previ-
ous findings19–21.

The major advantage of sVNT is that it can be rapidly conducted 
in most research or clinical laboratories without the need to use live 
biological materials and biosafety containment. The sVNT is also 
amenable to high-throughput testing and/or fully automated testing 
after minimal adaptation.

Another advantage of sVNT is its ability to detect SARS-CoV-2 
antibodies in a species-independent manner. As the origin of 
SARS-CoV-2 and early transmission events remain elusive, the 
sVNT assay will be ideally suited for ‘virus hunting’, as past studies 
have amply demonstrated that serological surveys are more supe-
rior than molecular detection considering that virus-specific anti-
bodies last much longer than viral genetic material in animals22–24. 
Sampling serum for antibody detection is also more reliable than 

other sampling approaches used for molecular detection, as the tar-
get tissues can vary from virus to virus25–27.

In addition, sVNT offers a key advantage over most ELISA 
or point-of-care tests in its ability to detect total NAbs in an 
isotype-independent manner. This will not only simplify the testing 
strategy but also further increase the test sensitivity. As shown in 
Fig. 2b for the serum panel of patients with COVID-19 showing low 
IgM and IgG in the isotype-specific ELISAs, the sVNT assay still 
detected a substantial level of NAbs. Although the mechanism needs 
further investigation, there are at least two possibilities: the pres-
ence of other immunoglobulin isotypes or neutralization synergy 
(cooperativity from the combination of different isotype antibod-
ies targeting different neutralization-critical epitopes), as previously 
observed for HIV and other viruses28–30. Our preliminary analyses 
indicate that neutralization synergy is more likely the mechanism. 
First, from the human mAb study, we have found some evidence 
of synergy between two neutralizing mAbs, AR6949 and AR6959 
(Extended Data Fig. 2i). Second, IgA testing indicates that there was 
no high level of RBD-specific IgA in the low IgM/low IgG group 
(Extended Data Fig. 6).

The results obtained from the two SARS serum panels of 17 
years apart are notable. The presence of long-lasting NAbs 17 years 
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Fig. 3 | Species-independent and virus-specific neutralization. a,b, sVNT analysis of rabbit anti-SARS-CoV-2 RBD sera from immunized rabbits (n = 3) 
and mice (n = 3) (a); and ferret anti-SARS-CoV sera from infection (n = 2) and rabbit anti-SARS-CoV sera from immunization (n = 2) (b). The data 
presented are the mean of two biological replicates. c, The specificity of the SARS-CoV-2 sVNT was determined using different coronavirus sera: human 
COVID-19 sera (n = 10), human SARS sera sampled in 2003 (n = 7, <1 year), human SARS-CoV sera sampled in 2020 (n = 10, >17 years), human OC43 
sera (n = 8), human 229E/NL63 sera (n = 10), MERS-CoV sera from experimentally infected alpaca (n = 4). d,e, Comparative analysis of homologous 
and heterologous NAb levels for the 2003 SARS (d) and 2020 SARS (e) serum panels using both SARS-CoV-2 sVNT and SARS-CoV sVNT. The dotted 
lines represent the sVNT cutoff at 30% inhibition. f, Comparative analysis of homologous N-specific antibodies in the three serum cohorts indicated: 
SARS-CoV-2 N protein indirect ELISA for COVID-19 sera and SARS-CoV N protein indirect ELISA for the two SARS serum panels, respectively. Unpaired 
and paired two-tailed Student’s t-tests were used in c,f and d,e, respectively. All statistical analyses were performed using GraphPad Prism. The horizontal 
lines indicate the median values.
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after the initial infection is encouraging news for patients who 
have recovered from COVID-19, considering the close relationship 
between the two viruses. The mechanism and biological signifi-
cance of the increased cross-neutralization towards SARS-CoV-2 
coupled with the decrease/disappearance of N-specific antibodies 
17 years after infection warrant further investigation in the context 
of better understanding SARSr-CoV immune response dynamics.

In summary, we have addressed the challenge of COVID-19 
serology with an approach that enables the detection of NAbs in 
an easy, safe and rapid manner with enhanced specificity and sen-
sitivity. Although the sVNT assay may never be able to completely 
replace cVNT, our data indicate that the performance of sVNT is 
well correlated with that of both cVNT and pVNT. Its application 
can cover many aspects of COVID-19 investigation from contact 
tracing, seroprevalence surveying and reservoir/intermediate ani-
mal tracking to the assessment of herd immunity and longevity of 
protective immunity. It can also be used to assess vaccine efficacy 
during preclinical and clinical trials of different vaccine candidates 
and to monitor neutralizing titers in vaccinees after mass vaccina-
tion in human populations.
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Methods
Cells and viruses. Human embryonic kidney (HEK293T) cells (ATCC no. 
CRL-3216) and African green monkey kidney clone E6 (Vero-E6) cells (ATCC 
no. CRL-1586) were maintained in Dulbecco’s modified Eagle medium (DMEM) 
supplemented with 10% fetal bovine serum. SARS-CoV-2, isolate BetaCoV/
Singapore/2/2020 (GISAID accession code EPI_ISL_406973), was used for 
the VNT on Vero-E6 cells31. HEK293T/SARS-CoV-2 spike expression cells 
were generated by transduction of pQCXIH-SARS-CoV-2 spike, followed by 
hygromycin selection at a final concentration of 100 μg ml−1. SARS-CoV-2 spike 
pseudotyped virus was generated by infection of HEK293T-SARS-CoV-2 spike 
cells with vesicular stomatitis virus ΔG-luc seed virus at a multiplicity of infection 
of 5, and collected at 16 h post-infection.

Plasmids and recombinant proteins. The SARS-CoV-2 N and S and SARS-CoV 
N genes were synthesized by GenScript and BioBasic. The SARS-CoV-2 N and 
SARS-CoV N genes were cloned into the pcDNA3.1 and pDualGC expression 
vectors according to the manufacturer’s instructions. The SARS-CoV-2 S gene 
was cloned into the pQCXIH vector. The hACE2 gene was amplified from the 
pCAGGS-hACE2 plasmid (gift from Z. Shi, Wuhan Institute of Virology, China) 
and subcloned into the pQCXIH expression vector. The recombinant SARS-CoV-2 
RBD and S1 and SARS-CoV RBD proteins were produced by GenScript using 
the baculovirus-insect cell expression system. For performance comparison, 
recombinant SARS-CoV-2 RBD was also produced by GenScript in the 
mammalian expression system. The sequence information for these recombinant 
proteins is shown in Supplementary Table 3. Protein purity was determined 
by SDS–PAGE and the protein concentration was measured by a Nanodrop 
2000. HRP conjugation was performed by adding activated HRP to RBD in 2:1 
mass ratio, followed by incubation for 2 h in the dark at 25 ± 2 °C with constant 
shaking. Sodium borohydride was added into the conjugation reaction to a final 
concentration of 200 μg ml−1, followed by incubation for 2 h in the dark at 25 ± 2 °C 
with constant shaking. The HRP-conjugated proteins were dialyzed in PBS and the 
purified HRP-conjugated proteins were kept in 10 mg ml−1 BSA and preserved in 
0.01% thimerosal. SARS-CoV-2 and SARS-CoV polyhistidine-tagged N proteins 
were expressed from the pcDNA3.1 SARS-CoV-2 N and pDualGC SARS-CoV N 
plasmids, respectively. Expression was conducted in transfected HEK293T cells 
and the resulting proteins were purified using Ni Sepharose (GE Healthcare) 
following the manufacturer’s instructions. In brief, 20 μg pcDNA3.1 SARS-CoV-2 
N or pDualGC SARS-CoV N was used to transfect HEK293T cells. At 48 h 
post-transfection, the cells were lysed with cell lysis buffer (20 mM Tris, 300 mM 
NaCl, 1% Triton X-100, 0.1% SDS, 10 mM β-mercaptoethanol, 25 mM imidazole, 
pH 8.0). Clarified cell lysate was pre-incubated with Ni Sepharose overnight at 4 °C 
with constant rotation. Polyhistidine-tagged N proteins were eluted from the Ni 
Sepharose with gradient imidazole buffer (20 mM Tris, 300 mM NaCl, 50–500 mM 
imidazole, pH 8.0). Fractions containing purified protein were pooled and dialyzed 
against 20 mM Tris, 300 mM NaCl, pH 8.0. Purified protein concentration was 
determined by a Nanodrop instrument.

Panels of human and animal sera used in this study. In Singapore, the sera from 
patients with COVID-19 used in this study were from the Singapore PROTECT 
study as described previously31. Sera from patients who had recovered from SARS 
from 2003 were as previously described32. For SARS recall sampling in 2020, we 
contacted and obtained blood from consenting individuals previously admitted 
for SARS (ethics approval number: NHG DSRB E 2020/00091). The human CoV 
serum panel included post-infection samples from subjects confirmed positive 
for CoV 229/NL63 and CoV OC43 using the SeeGene RV12 respiratory multiplex 
kit in a previous study (ethics approval number: NUS-IRB 11-3640)32. Negative 
control sera were obtained from residual serum samples from previous unrelated 
studies. In Nanjing, China, sera from convalescent patients with COVID-19 were 
collected with written informed consent and approved by the ethics committee of 
The Second Hospital of Nanjing (ethics approval number: 2020-LS-ky003). Mouse 
and rabbit anti-SARS-CoV-2 RBD sera and monoclonal antibodies raised against 
the SARS-CoV-2 RBD were all from GenScript. Rabbit and ferret anti-SARS-CoV 
sera and alpaca anti-MERS-CoV sera were as described in previous studies33,34.

Direct binding and sVNT assay. A MaxiSORP ELISA plate (Nunc) was pre-coated 
with hACE2 protein (GenScript) at 100 ng per well in 50 μl of 100 mM carbonate–
bicarbonate coating buffer (pH 9.6) overnight at 4 °C, followed by blocking 
with OptEIA assay diluent (BD). For the direct binding assay, HRP-conjugated 
SARS-CoV-2 N, S1 or RBD or HRP-conjugated SARS-CoV RBD (all produced 
by GenScript; Supplementary Table 3) was added to the hACE2-coated plate at 
different concentrations in 100 μl of OptEIA assay diluent (BD) for 1 h at room 
temperature. Unbound HRP-conjugated antigens were removed by five washes 
with phosphate-buffered saline, 0.05% Tween-20 (PBST). A colorimetric signal 
was developed on the enzymatic reaction of HRP with a chromogenic substrate, 
3,3',5,5'-tetramethylbenzidine (TMB) (Invitrogen). An equal volume of TMB stop 
solution (KPL) was added to stop the reaction, and the absorbance readings at 
450 nm and 570 nm were acquired using a Cytation 5 microplate reader (BioTek). 
For the sVNT assay, 3 ng of HRP–RBD (from either virus) was pre-incubated 
with test serum for 1 h at 37 °C (final volume of 50 μl), followed by addition into a 

MaxiSORP ELISA plate coated with hACE2 (100 ng per well, as described above) for 
1 h at room temperature. Unbound HRP-conjugated antigens were removed by five 
PBST washes. Inhibition (%) = (1 − sample optical density value/negative control 
optical density value) × 100. For determination of neutralization titers, human sera 
were used with a twofold serial dilution starting at 1:10, the same as for cVNT and 
pVNT described below. For positive and negative serum validation in the cohorts 
from Singapore and China, a final 1:20 dilution of the test serum was used.

ELISA. For the indirect ELISA, 100 ng of each protein was coated onto MaxiSORP 
plates (Nunc) using 100 mM carbonate buffer and blocked with OptEIA assay 
diluent (BD). Sera from patients with COVID-19 or SARS were tested at a 
dilution of 1:50 and detected by goat anti–human IgG–HRP (Santa Cruz) at 
1:10,000 dilution. For the capture ELISA, MaxiSORP plates (Nunc) were coated 
with 10 µg ml−1 of anti-human IgM (SeraCare), anti-human IgG (Jackson labs) or 
anti-human IgA (GenScript) in bicarbonate buffer overnight at 4 °C. Wells were 
blocked using BD OptEIA assay diluent (BD) for 1 h at 37 °C and heat-inactivated 
sera at 1:50 dilution were added and incubated for 1 h at 37 °C. Following extensive 
washing, SARS-CoV-2 HRP–RBD (GenScript) at 4 µg ml−1 was added and 
incubated for 30 min at 37 °C. The chromogenic reaction was quantified following 
the addition of TMB substrate (Invitrogen) and stop solution (KPL SeraCare). The 
absorbance of the samples was measured at 450 nm and the background at 570 nm.

cVNT and pVNT. For cVNT, 50 μl of twofold serial-diluted serum was 
pre-incubated with 50 μl of 1,000 TCID50 per milliliter of SARS-CoV-2 in 5% 
FBS in DMEM for 90 min at 37 °C. The virus–serum mixtures were then added 
into monolayer Vero-E6 cells for 1 h at 37 °C. At 1 h post-infection, the inoculum 
was removed and infected cells were washed once with 5% FBS in DMEM. Cells 
were then replenished with 5% FBS in DMEM and the neutralization titers were 
determined at 4 dpi. For pVNT, 1.5 × 106 RLU of SARS-CoV-2 spike pseudotyped 
virus was pre-incubated with twofold serial-diluted test serum in a final volume 
of 50 μl for 1 h at 37 °C, followed by infection of ACE2-transfected HEK293T cells. 
At 18–20 h post-infection, an equal volume of ONE-Glo luciferase substrate 
(Promega) was added and the luminescence signal was measured using a Cytation 
5 microplate reader (BioTek) with Gen5 software (Version 3.03.14). The same 
dilution range from 1:20 to 1:1,280 was used to facilitate side-by-side comparison 
in the correlation studies of the three different VNT assays.

Statistical analysis. Statistical analysis was performed using GraphPad Prism 7 
software. The differences between negative control and COVID-19 test sera were 
analyzed using an unpaired t-test. The differences between paired SARS serum 
in SARS-CoV-2 sVNT and SARS-CoV sVNT were analyzed using a paired t-test. 
Correlations between sVNT and cVNT or pVNT were analyzed using Pearson 
correlation coefficients. All data presented are derived from two independent 
experiments.

Reporting Summary. Further information on research design is available in the 
Nature Research Reporting Summary linked to this article.

Data availability
The key datasets used in this study are presented in Supplementary Tables 1–3. 
Additional datasets generated and/or analyzed during the current study are 
available from the corresponding author on reasonable request.
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Extended Data Fig. 1 | Comparison of SARS-CoV-2 RBD and S1 sVNT. Equal molar ratio of HRP-conjugated SARS-CoV-2 RBD or S1 was used to detect 
NAbs from 20 test sera at a 1:20 dilution. Both recombinant RBD and S1 proteins were produced from the baculovirus-insect cell expression system. 
Statistical analysis was performed using paired two-tailed Student’s t-test.
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Extended Data Fig. 2 | Comparative analysis of SARS-CoV-2 sVNT and indirect RBD ELISA with monoclonal antibodies. The species origin of 
monoclonal antibodies are as follows: 4 from mouse (a, b); 4 from rabbit (c, d); 3 from llama (e, f); and 4 from human (g, h). For each set of sera, indirect 
RBD-binding ELISA (a, c, e, g) and RBD-blocking sVNT (b, d, f, g) were conducted side-by-side. For the two human NAbs, a synergy comparative study 
was also conducted (i).
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Extended Data Fig. 3 | Comparative ELISA analysis of SARS sera sampled collected in 2003 and 2020 against RBD of SARS-CoV-2 and SARS-CoV. 
Testing was conducted using SARS patient serum collected (a) <1 year of infection (n = 7), and (b) >17 years post infection (n = 10). Indirect ELISA 
was carried out as described in Methods with patient sera used at the final dilution of 1:50. Paired two-tailed Student’s t-test was used for statistical 
significance analysis.
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Extended Data Fig. 4 | Correlation of SARS-CoV-2 sVNT and indirect RBD ELISA. Pearson’s correlation coefficient and linear regression analysis was 
performed using end-point titer of SARS-CoV-2 sVNT and ELISA using the same 60-serum panel as that in Fig. 4. Dashed line indicates the standard 
deviation from the linear regression analysis. Statistical significance was determined using the two-tailed test.
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Extended Data Fig. 5 | Performance correlation of sVNTs using two different recombinant RBD proteins. Using the same 60-serum panel as that in  
Fig. 4, the sVNT performance based on the insect RBD (iRBD) and the mammalian RBD (mRBD) was compared by (a) neutralization activities in log IC50  
value or by (b) Two-tailed Pearson’s correlation and linear regression analyses of the log IC50 values from panel a. Paired two-tailed Student’s t-test was 
used in panel a.
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Extended Data Fig. 6 | Determination of serum IgA levels using capture ELISA. A comparative analysis was conducted using (a) the serum panel with 
low IgM and low IgG from panel Fig. 2b (n = 9); (b) selective COVID-19 patient sera with known high level of IgA (n = 2) used as positive control; and (c) 
negative control sera (n = 10).
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